CERTIFICATION by CUSTODIAN of RECORDS

AN 4
Tucson Police Department Crime Laboratory %Jﬁ‘

I hereby certify that these documents are a true and correct copy of the
periodic maintenance* for the Intoxilyzer 8000 Serial Number
_A0-00234S maintained by the Tucson Police Department
Crime Laboratory pursuant to the requirements of the Arizona Department
of Public Safety for a quality assurance program.

A quality assurance specialist (QAS) tested the instrument on the following
dates. The acceptable accuracy limits, as defined in A.A.C. R13-10-104.A.2,
for a 0.100AC solution are 0.090AC to 0.110AC.

Date: 4 26-200% Cal1l_().J02  AC cal2 0.102-  AC

Between the dates of 3 <24 - A00F and 4Rl 00 +

the instrument was operating properly and accurately.

The instrument was taken out of service for repair on
The instrument was returned to serviceon @ ——

ol

Terry S. Gallegos
65 2007

ADPS QAS Permit # 33169

SUBSCRIBED AND SWORN to before me this .5 , day of

S /A L2007 .
. T TOFFICIAL émh EY | \
SN HY A. % . _ ,
y \ ‘ﬁéﬂav PUBLIC-ARIZONA | /) vam A (AL
5 PIMA COUNTY /
My Comm. Exp. Sept. 4, 2008 Notary Public

*Includes documents specified in A.A.C. R13-10-104.A.5

Pursuant to section 28-1327, Arizona Revised Statutes. this document is a certified duplicate of the
information contained in computer storage devices of the Tucson Police Deparmment,




EXHIBIT G-4

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY
A.A.C. R13-10-104(A)

ARIZONA DEPARTMENT OF PUBLIC SAFETY ID;%
gl
17
STANDARD QUALITY ZASSURANCE PROCEDURES /6[ \&"7
INTOXILVYZER MODEL 8000 (

STANDARD QUALITY ASSURANCE PROCEDURE

oA SPECIALISTJ/LVVMQa//(omsong‘(? AGENCY Tucson Police Department

DATE LIL 20 ‘200% - TIME (6 S :f'

INTOxILYZER SERIAL # R0-D023%5 LOCATION ) WL 'H'Q

( L/f/ 1. Display reads “PUSH BUTTON TO START”
DIAGNOSTIC TESTS

( V/; 1. Clock time check.
( b/§ 2. Date check.

OPE/IONAL TESTS
Alcohol-free subject test result 0. OOC>

AC.
U/X/ Error recognition logic system functioning. v/;;z///
V/// Not a Successfully Completed Test Sequence printed
Proper sample recognition system.
Not a Successfully Completed Test Sequence printed

b//// Deficient sample printed
( ) 4. Standard Calibration Check standard O.IQO AC

Result: 0. IQL AC

l\)!-‘

Instrument is operating properly and accurately. YES “////;;

COMMENTS j/&“\l’, Tp;igbwf /DM/ MSS“G@Q

SIGNATURE é Q/@»@/

DPS Form Exh G-4 (Rev. 05-01)

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.



INTOXILYZER 8000 ’??
Location: TUCSON POLICE DEPT 20

Serial Number : 80-002345 %“‘ﬁ"
04/26/2007 17:01:48

Standard Lot#: 6306011

Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847

TUCSON PD CRIME LAB

Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 117

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 17:02:472
Diagnostic Test Pass 17:03:10
Air Blank 0.000 17:03:37
0.100 Cal Check 0.103 17:03:56
Air Blank 0.000 17:04:25
Subject Test 0.000 17:04:42
Air Blank 0.000 17:05:09
Five Minute Wait ABT*

Air Blank 0.000 17:05:44

*Sequence Aborted

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327. Arizona Revised Starutes. this document is q cerr

: ; ified duplicate of the information contained in
computer storage devices of the Tucson Police Deparrment a




INTOXILYZER 8000 Soﬁ?

Location: TUCSON POLICE DEPT \/V";|
Serial Number : 80-002345 ﬁé v?
04/26/2007 17:05:50

Standard Lot#: 6306011

Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847

TUCSON PD CRIME LAR

Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 17:06:46
Diagnostic Test Pass 17:07:14
Air Blank RFI* 17:07:22
Air Blank IPS*x* 17:07:32

*RFI Detect
**Improper Sample

Not a Successfully Completed Test Sequence

Pursuant to section 28-1327, Arizona Revised Starures, this document is a cerri

fied duplicate of the information contained in
compuier siorage devices of the Tucson Police Department. A



INTOXILYZER 8000 1
Location: TUCSON POLICE DEPT ﬁ%)
Serial Number : 80-002345

it
04/26/2007 17:07:38 757 0"

Standard Lot#: 6306011
Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Operator: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Subject: SQAP, SQAP
DOB: 11/11/1111
Sex: F Weight: 111

15 Minute Deprivation Period? Yes

Test g/210L Time

Air Blank 0.000 17:08:31
Diagnostic Test Pass 17:08:58
Air Blank 0.000 17:09:26
0.100 Cal Check 0.102 17:09:45
Air Blank 0.000 17:10:14
Subject Test 0.142* 17:13:22
Air Blank 0.000 17:13:54
Air Blank 0.000 17:14:22
Subject Test KXX** 17:14:48
Air Blank 0.000 17:15:21

*Deficient Sample
**Invalid Sample
Begin new deprivation period

Not a Successfully Completed Test Sequence

Pursuant to section 25-1337; Arizona Revised Statutes. this document is a cerrified duplicare of the information contained in
computer siorage devices of the Tucson Police Depariment »



INTOXILYZER 8000
Location: TUCSON POLICE DEPT

Serial Number: 80-002345 ; %L
04/26/2007 17:15:48 50 .,

_ AN
Standard Lot#: 6306011 q U
Last Changed By: T. GALLEGOS #28847

QAS: T. GALLEGOS #28847
TUCSON PD CRIME LAB

Test g/210L Time

Air Blank 0.000 7:76:73
Cal Check 0.102 T7:76:34
Air Blank 0.000 7:77:03

Pursuant 10 section 28—1 327, Arizona Revised Statutes, this document is a certified duplicate of the information contained in
compuier storage devices of the Tucson Police Department. )




EXHIBIT G-2

THIS REPORT PREPARED PURSUANT TO DUTY IMPOSED BY (S:

A.A.C. R13-10-104(A) %
W

ARIZONA DEPARTMENT OF PUBLIC SAFETY ﬂ .b,g*?"

STANDARD QUALITY ASSURANCE PROCEDURES
INTOXILYZER MODEL 8000

STANDARD CALIBRATION CHECK PROCEDURE

QA Specialist/.e,Vf (ﬂ./((e 028 ‘(CI’ AGENCY Tucson Police Department
pate 4 26-200 TIME 16 SF

Intoxilyzer Serial # 2!!12{)2;3%S’ Location rb[‘ I f{%?
s —

( V/j/ 1. Ensure that gas tank is attached to instrument and contains a

standard alcohol concentration solution 0. ()0 AC.
OR
Pour a standard alcohol concentration solution AC,

into a clean dry simulator and assemble the simulator. Ensure
that a tight seal has been made. Turn on the simulator and

/// allow temperature to reach 34°C + 0.2°C
( ) 2. Intoxilyzer 8000 display reads “PUSH BUTTON TO START"”

( U/) 3. Go to the "Control Testing Menu”. Select "D" for dry

control test or W' for wet control test. Afterxr
selection is made press ENTER.

Air blank completed.
Calibration check completed. Test results O./OZL AC.

Air blank completed.

~l o 0o

Remove printed record. Attach the record to the completed
checklist.

/' J

DPS Form Exh G-2 (Rev. 05-01)

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




INTOXILYZER €CCC

Location: TUCSCN POLICE DEPT 1 g\/%
Serial Number: 80-002345 C
04/26/2007 16:57:73 O "{';’;-"
----------------------------------------- /5 ¢
Standard Lot#: 6306071 6
Last Changea By: T.

QAS: T. GALLEGCS #28847
TUCSON PD CRIME LAB

Test g/210L Time

Air Blank 0.000 16 C
Cal Check 0.102 3 159
Air Blank 0.000 ©:58:28

e
Opera:o.n'_/Signature

(ol
@,

Pursuant to section 28-1327. Arizona Revised Starutes, this do

cument is a certified duplicate of the information ined i
105¢ ‘ , » f ) cont
computer storage devices of the Tucson Police Department ) amedin




TUCSON POLICE DEPARTMENT
CRIME LABORATORY

INTOXILYZER SERVICE RECORD

FOR
CALIBRATION GAS TANK CHANGE p
: "ﬁb
105 2/5
Date: 4/3 200 I é
Qas: [eved Galleaos 884 +
Intoxilyzer Serial Number: H0-0023 ¢35
New Lot Number: (030(10_7, T
New Expiration Date: 106 2003
(/f 1. Intoxilyzer 8000 display reads “PUSH BUTTON TO START”
(\4 2. Remove the old gas tank and install the new one.
(VY 3 Hit the “ESC” key twice and swipe the QAS card.
(V( 4. Go to the “M-Maintenance™ menu and select “S-Standard Change.”

Select “D” for dry gas and enter the following information:

Enter Target Value: 0.100

Enter Control Lot # From the tank label

Enter Exp Date: From the tank label (mm/dd/yyyy)
Edit info Y/N? Y or N

Update Std Info? Y ENTER

“Please wait saving...”
( \/5. Hit the “ESC” key twice.
( V( 6 Go to the “M-Maintenance” menu and select “T-Control Testing.”

Select “D” for dry control test. After selection is made press
ENTER.

( / 7.  Air blank completed.
(1

8. Calibration check completed. Test results 0. [02.  AC.
(V) 9. Air blank completed.

( 10. Remove and sign printed record. Attach the record to the completed checklist.

SIGNATURE /7&/(/\/\/\/\ (4 m@)r‘

-

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.
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Pursuant to section 28-1327. Arizona Revised Statutes. this documen: 1s a centified duplicate of
Storage devices of the Tucson Police Deparmment.

the miormation conuined in computer




TUCSON POLICE DEPARTMENT
CRIME LABORATORY

,\/ﬁ"
INTOXILYZER SERVICE RECORD®

Date: 17[ % 200 ?"

QAS: I«U//j ()CL(/\”QOS B84 +

Intoxilyzer Serial Number: 50 ( 023 17(5

Reason For Service: 54{7 §>WCO LbVO(,(,q[A:[’ ‘HU( [ qS(‘Va mq,ﬂL 74)7%.0
<3 3 t € E pr W "

W\(;YW\/A@ T[Amﬂc/ ﬂ\ﬁ/%vl /mdﬂ\c 0- Ki Aq On_ 4262003

d,wma fg  SQAP ckf&szﬁe_{zd;w@ﬁ% ps 1.
’r‘é wa,s bt/b%?v‘f”‘h) e w()m&&ry, ‘)CDV V@P 07£%”-V{7J‘/UV

Date QOut of Service:

Calibration Check completed prior to removal from service

Date: N //AV

[

SQAP completed prior to removal from service

Date: N [A

Corrective Action: [] Sentto CML. Inc.

{M V€quw'0r W 4s VCﬁﬁCe({ Iﬂu J(’mnmfw Z'OOMS’ wmd a

new tuak installed On si6- 2003, Sch Dasbaco took
’l’t\! lmzl'v’u.méwf On S ({2001,

/}\}C VfﬁMl/ M,(LIM /ﬁ/‘MA/K\fl/ (Q)Vé( )’/ﬂ/M‘(lMﬁfDLVDM
(MmT, J/"\C

Pursuant to section 28-1327. Arizona Revised Statutes. this document is a certified duplicate of the information contained in
computer storage devices of the Tucson Police Department.




MIINC.

Return Material Authorization Form

This form MUST be completed and enclosed with item(s) being returned.
Failure to compete and return this form may cause delays in crediting / repairiryl% A
AW 4

1. Item(s) Returned: D Instrument D Supplies mher

(Note: please ship items in their original shipping container(s) or a similar protective box.)

2. Instrument Model: 18 000 Serial Number 80 002345

3. Bill To Ad,d_ress: Ship To Address: (NO PO BOXES)
'y 0F TpCsm T&VV‘M Galleqas /Crw.Laé
; ¢ JAc Duable 270 S Stone) Ave
0 214 50 < Jucsan A2 OS¥I-[(9TF

oM A2 PSF26 7450

Name /l/(;,VVlA 6'4,//{4&!
Phone: (520 ) 74/- “4499x43 Fax: (s20) 79/- 4%2

Email: 1¢w9.ga./%m R Tucson A2 .Jov

4. Reason for Return: Note - If you are sending an item for repair, please give a detailed
description of the problem. Please list any special instructions that you may have concerning this
return. Note - Returns for credit may be subject to a 15% restocking charge.

?Qﬂ wlator - |
5. Purchase Order Number (attach a copy of P.O. if applicable) Doz 0&: Duwthaae. ' 122006
6. | Authorize All Repairs: MS D No
7. | Authorize Repairs Up To: $
8. | Require An Estimate Regardiess of Cost E] Yes D No
Note: An evaluation fee will apply to estimates that are not repaired.
9. Authorized By:

/(/V‘/ﬁ M///€70$

lame (Please Print)
@ﬁ% 5> 2007

Sfgmatare \J Date

316 EAST NINTH STREET » OWENSBORO, KENTUCKY 42303 ¢ 1-866-835-0690




